DEPARTMENT OF HEALTH & HUMAN SERVICES
Centers for Medicare & Medicaid Services

7500 Security Boulevard

Baltimore, Maryland 21244-1850 CENTERS for MEDICARE & MEDICAID SERVICES

Tracki ng Form for Applicants for New Technol ogy Add-on
Paynents under the Acute | npatient Prospective Paynent
System (1 PPS)

1. Technol ogy Nane:

Ki netra® dual - channel , inplantabl e, neurostinulator for deep
brain stinulation

2. Manuf acturer Nane:
Medtronic, Inc.
3. Trade Brand of Technol ogy:

Ki netra® dual - channel , i nplantabl e, neurostinulator for deep
brain stinulation

4. Brief Description of Service or Device:

The Kinetra® i npl antabl e neurostinulator is designed to
deliver electrical stinulation to the subthal am c nucl eus
(STN) or internal globus pallidus (GPi). Before the

devel opnent of Kinetra, treating bilateral synptons of
patients with Essential Trenor and Parkinson's disease
required the inplantation of two neurostinulators — one for
the right side of the brain (to control synptons on the |eft
side of the body), the other for the left side of the brain
(to control synptons on the right side of the body). The
devel opnment of a single neurostinulator that treats
bilateral synptons provides a |l ess invasive treatnent option
for patients and sinpler inplantation, foll owup care, and
progranmm ng procedures for physicians. The Kinetra
neurostinmulator, inplanted in the pectoral area, is designed
to elimnate the need for two devices by accommopdati ng two
| eads that are placed in both the left and right sides of
the brain to deliver the necessary inpul ses.
Neurostimulation is intended to block errant brain signals
t hat cause synptons.

New Criteria

Note: To qualify for a new technol ogy add-on paynent, the
t echnol ogy or service nust not be reflected in the data used to
establish the diagnosis related groups (DRGs).

(For the conplete application requirenments, please see the instructions at

http://cms.hhs.gov/providers/hipps/10_03 _application.zip)
Not e: The information provided on this tracking formw |l be made publicly

avai |l abl e.



5. Date of Food and Drug Adm nistration (FDA) approval (or
expected approval) for the device or service:

Kinetra® is currently being reviewed by the FDA. Approval is
anticipated in the first quarter of 2004.

6. Does the technol ogy have an International C assification of
Di seases, Ninth Revision, Cinical Mdification (ICD9-CM
procedure code(s) or is an application pending?

a. If yes, please provide the | CD 9-CM procedure code(s)
used to identify the clinical procedure(s) with which
t he nedi cal service and technol ogy is used.

b. If there is no existing | CD9-CM code that captures
this new technol ogy, please indicate whether you wll
be applying for a new code. (Refer to
http://www.cms.hhs.gov/paymentsystems/icd9 for nore i nformation.)

No existing | CD-9-CM procedure code captures this new technol ogy.
Medtronic submtted a request to the I CD 9-CM Coordi nati on and
Mai nt enance Commttee for the Decenber 4, 2003 neeting to revise
the current neurostinulator codes, including the creation of a
uni que code for the insertion of dual array neurostimnulators.

7. Have you subnitted an application for outpatient pass-
t hrough paynments under the Medi care outpatient prospective
paynent systenf? |f so, please provide the tracking nunber
or, if it was approved, please provide the date of approval.
(Pl ease refer to http://cms.hhs.gov/providers/hopps/apc.asp for nore
information.)

Yes. Medtronic submtted an outpatient application for pass-
t hrough payment under OPPS. The tracki ng nunber is 79-CAT

Cost Criteria

Note: To qualify for a new technol ogy add-on paynent, the
technol ogy or service nust result in average charges for cases
using the technol ogy in excess of 75 percent of one standard
devi ati on above the average charges for the DREs) to which the
technol ogy or service is assigned.

Provide the following information to denonstrate the technol ogy
or service neets the criterion

8. What is the anticipated average standardi zed charge per
case involving this new technol ogy? For details how to
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http://www.cms.hhs.gov/paymentsystems/icd9
http://cms.hhs.gov/providers/hopps/apc.asp

st andar di ze charges please refer to the technica
appendi x of the application form

Proprietary information provided in the full application to

9. What is the total estimated cost per case for the service
or technology (this will include all costs involved in
t he case, including the cost of the service or device)?
What is the cost of the technol ogy per patient? Please
provi de a breakdown how the cost of the technology is
calculated (i.e. Drugs- Average dosage or nunber of units
per patient (m/kg/hr); Devices- breakdown of the cost of
all conponents used in the new technol ogy).

Proprietary information provided in the full application to

10. List the diagnosis-related groups (DRGs) to which cases involving this new
technology will most likely be assigned.

DRGs for Kinetra Deep Brain Stinulation
DRG Description
001 Crani otony, Age Geater than 17 with CC
002 Craniotony, Age Greater than 17 without CC

11.  What is the anticipated volume of Medicare cases involving of this technology (by
DRG)?

Because this is the first year with new descriptors and there is
not clains data avail able, projections are being made by applying
2003 criteria to 2002 MedPAR clains data. Application of these
results to volume projections are as foll ows:

Antici pated Kinetra Volune by DRG
DRG 2004 2005
001 180 360
002 540 1, 080
Tot al 720 1,440
dinical |nprovenent

Note: To qualify for a new technol ogy add-on paynent,

technol ogy or service nust represent a substantial clinical
i nprovenent over existing technol ogies or services

12. Pl ease provide a short synopsis of the follow ng clinical
i ssues added to the new technol ogy. Use the regular
application to submt full details.

(For the conplete application requirenments, please see the instructions at
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a. Briefly describe how the new service or technol ogy
represents a substantial clinical inprovement over
exi sting services or technol ogi es:

Kinetra provides a range of substantial inprovenents beyond
previ ously avail abl e technol ogy.

Reduced rate of device-related conplications and hospitalizations
or physician visits

Less trauma and tunneling:

The deep brain stimulation (DBS) population is often an elderly
and frail one. As a general rule, physicians are leery to expose
themto nore surgery than what is necessary. For those patients
requiring bilateral |ead inplants, one Kinetra serves the sane
function as two single-channel Soletra neurostinulators. Joint
and col | eagues (2002) of the Radcliffe Infirmary at Oxford have
made it standard protocol to inplant Kinetra, in lieu of a
Soletra, even in those patients who do not need bil ateral
stinmulation. The natural history of certain forns of PD wi ||
merit bilateral stinulation sonetine in the future and thus, it
is better to prevent patients fromsuffering through nultiple
arduous surgeries. Moreover, each additional incision conmpounds
the risk of infection, which can result in the explantation of
the device. It can be also be argued that nultiple incisions
retard recovery and worsen post-operative pain. In addition to
patient suffering, repeated surgeries escalate the costs of DBS
(Hariz, 2002).

Reed switch di sabl enent

A magnetic switch, called a reed switch, allows neurostimnulators
to be turned on or off by a physician programer in order to
conserve battery power. Unfortunately, the reed switch can be

al so tripped by el ectromagnetic inference (EM). The nost common
sources of EM include househol d devices such as electric
shavers, mcrowaves, electric toothbrushes, electric drills, and
ot her power tools (Vol kmann et al., 2002). Oher sources of EM
include anti-theft devices at departnent stores, netal detectors,
and magnets in | oudspeakers.

There are nunerous accounts in the literature of neurostinulators
accidentally turning on or off by EM to the detrinment of the
patient. Hariz and Johansson (2001) report two patients, both of
whom had one of their two Sol etra devices accidentally turned off
by EM, and subsequently required enmergency hospital adm ssion
Both patients achieved a state of “ parkinsonian crisis” wth

t he sudden and unexpect ed reappearance of severe rigidity and
gait freezing. Hariz (2001) stresses the notion that abruptly
switching off a neurostinulator can result in a swft and severe
return of rigidity, akinesia, and parkinsonian trenor requiring
enmergency hospital adm ssion. Joint and col |l eagues (2002) concur
with Hariz (2001), who report problens wth unpredictable
switching on/off of the Itrel Il (Soletra) but no such problens
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with Kinetra. The Medtronic Technical Services teamreports 159
cases of device-related conplications of varying severity due to
EM al one.

Kinetra has a reed switch disabling function that physicians can
use to prevent inadvertent shut-off of the device. Additionally,
Hariz (2002) asserts that the magnetically shielded Kinetra can
avoid many of the conplications fromEM.

Patient control:

There are a nunber of conplications that could occur when

pati ents cannot adjust their stinulation therapy or nonitor
battery life. According to Medtronic Technical Services,
custoners called to report 97 cases of sudden rebound of

par ki nsoni an synptons due to battery depletion. Wat’s nore,
when batteries stop without warning patients, they are in the
same situation as that reported by Hariz and Johansson (2001)
above with accidental on/off switching fromEM. W can expect
ER visits from DBS patients when di sabling parki nsoni an synptons
suddenly reappear. |f ER physicians are not savvy about DBS,

t hey may exacerbate, rather than aid, the patient in crisis.

When equi pped with the patient programer, Kinetra patients can
nmonitor battery life. The low battery indicator alerts patients
to schedul e appointnents with their physicians before the onset
of disabling synptons. Vesper and col | eagues (2002) agree, “ the
use of the patient therapy controller increases the confort and

i ndependence of the patient.”

Al'so, this patient controller allows consuners the ability to
fine-tune the stinulation therapy within clinician-progranmed
paraneters. Patients can titrate to a level with which they are
nost confortable w thout having to make repeated visits to the
physician’s office. Last, the patient programrer gives the
patient a quick and easy way to verify on/off status. As stated
previously, much confusion for the patient stens from not being
able to understand the reason for returned parkinsoni an synptons.
| f the device mal functioned for any reason, eg, due to EM or
battery end-of-life, the patient therapy controller would |l et the
pati ent know that inmmedi ate nedical attention is warranted prior
to the onset of a crisis.

Device offers treatnment option for a patient popul ation
unresponsive to, or ineligible for, currently available treatnent
A popul ation that can benefit fromKinetra are those who require
hi gher stinmulation rates. Kinetra allows the ability to

stinul ate above 185 Hz—the limt for Soletra—to 250Hz. The new
device has a greater range of voltage settings to allow for

better fine-tuning of the neurostinulation therapy. Vesper and
aut hors (2002) nention that one patient in their study popul ation
did require these higher stinulation rates.
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b. List of published peer-review articles relevant to
t he new service or technol ogy.

Hariz M. Conplications of deep brain stinulation surgery.
Movenent Disorders. 2002;17 Suppl:162-166.

Hariz M and Johansson F. Hardware failure in parkinsonian
patients wth chronic subthalamc nucleus stimulation is a
medi cal energency. Mvenent Disorders. 2001; 16: 166- 168.

Joint C, Nandi D, Parkin S, Gegory R Aziz T. Hardware-rel ated
probl ens of deep brain stinulation. Mvenent Disorders. 2002; 17
Suppl : 175- 180.

VesperJ, Chabardes S, Fraix V, Sunde N, Ostergaard K. Dual -
channel deep brain stinulation system (Kinetra) for Parkinson’s
di sease and essential trenor: a prospective mnulticentre open
| abel <clinical study. J Neurology Neurosurgery & Psychiatry.
2002; 73: 275- 280.

Vol kmann J, Herzog J, Kopper F, Deuschl G Introduction to the
programm ng of deep brain stinulation. Mvenent D sorders. 2002;
17 Suppl: 181-187.
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